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A Nano-Dose Protocol For Cobb Angle Assessment
in Children With Scoliosis: Results of a Phantom-based
and Clinically Validated Study
Peter H. Pedersen, MD,* Claudio Vergari, PhD,† Alexia Tran, MD,‡ Fred Xavier, MD, PhD,§
Antoine Jaeger, MD,∥ Pierre Laboudie, MD,∥ Victor Housset, MD,∥ Søren P. Eiskjær, MD,*
and Raphäel Vialle, MD, PhD∥
Study design: This was a prospective validation study with
technical notes.
Objective: This study aimed to validate a new ultra–low-dose
full-spine protocol for reproducible Cobb angle measurements—
the “nano-dose” protocol.
Summary of Background Data: Scoliosis is a 3-dimensional (3D)
deformity of the spine characterized by 3D clinical parameters.
Nevertheless, 2D Cobb angle remains an essential and widely
used radiologic measure in clinical practice. Repeated imaging is
required for the assessment and follow-up of scoliosis patients.
The resultant high dose of absorbed radiation increases the po-
tential risk of developing radiation-induced cancer in such pa-
tients. Micro-dose radiographic imaging is already available in
clinical practice, but the radiation dose delivered to the patient
could be further reduced.
Methods: An anthropomorphic child phantom was used to es-
tablish an ultra–low-dose protocol in the EOS Imaging System
still allowing Cobb angle measurements, deﬁned as nano-dose. A
group of 23 consecutive children presenting for scoliosis assess-
ment, 12 years of age or younger, were assessed with standard-
dose or micro-dose and additional nano-dose full-spine imaging
modalities. Intraobserver and interobserver reliability of de-
termining the reliability of 2D Cobb angle measurements was
performed. The dosimetry was performed in the anthropomorphic
phantom to conﬁrm theoretical radiation dose reduction.
Results: A nano-dose protocol was established for reliable Cobb
angle measurements. Dose area product with this new nano-dose
protocol was reduced to 5mGy×cm2, corresponding to one sixth
of the micro-dose protocol (30 mGy×cm2) and <1/40th of the
standard-dose protocol (222mGy×cm2). Theoretical dose re-
duction, for posteroanterolateral positioning was conﬁrmed us-
ing phantom dosimetry. Our study showed good reliability and
repeatability between the 2 groups. Cobb variability was <5
degrees from the mean using 95% conﬁdence intervals.
Conclusions: We propose a new clinically validated nano-dose
protocol for routine follow-up of scoliosis patients before sur-
gery, keeping the radiation dose at a bare minimum, while al-
lowing for reproducible Cobb angle measurements.
Key Words: Cobb angle, scoliosis, low dose imaging, ionizing
radiation, repeatability
(Clin Spine Surg 2019;32:E340–E345)
Scoliosis is a 3-dimensional (3D) deformity of the spinethat can be characterized by 3D clinical parameters.
The quantitative evaluation of scoliosis is important to
follow its progression, and, when planning for con-
servative or surgical procedures, results in numerous ra-
diologic examinations. High levels of cumulated absorbed
radiation dose have been associated with an increased risk
of cancer among these patients.1–3 To reduce this potential
danger from iatrogenic ionizing radiation, considerable
research into radiation dose optimization has been on-
going. The principal aim is to keep the radiation dose at a
minimum while ensuring sufﬁcient image quality for di-
agnosis and treatment, as per the ALARA principle (As
Low As Reasonably Achievable).4,5 Various systems ad-
hering to the ALARA principle exist; one such system is
the EOS slot-scanner (EOS Imaging, Paris, France).6 The
EOS system yields high-quality images at radiation doses
lower than conventional x-ray systems, which has been
described in detail previously.7–11 EOS standard-dose and
micro-dose options are already available in clinical prac-
tice, but we hypothesized that the radiation delivered to
the patient could be even further reduced, still allowing
reproducible Cobb angle measurements.
The Cobb angle is the angle between the upper
endplate and the lower endplate of the 2 vertebrae at the
extremes of the assessed curvature. It is used to distinguish
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settings around the previously selected nano-dose, to
qualitatively evaluate image quality and conﬁrm the nano-
dose of 5 mGy×cm2. Table 1 shows the scan parameters
for the chosen nano-dose setting and resulting reduction of
DAP when applied to the phantom.
Dosimetry with thermoluminescent dosimeters was
performed in the pediatric phantom with the chosen nano-
dose setting to determine the absorbed radiation dose.
A method previously published by Damet et al10 was used
to calculate effective dose from measured mean organ
doses multiplied by organ-speciﬁc tissue weighting factors
according to The International Committee on Radio-
logical Protection (ICRP), publication 103.4
Inclusions
A consecutive group of 24 children going for routine
full-spine imaging control of scoliosis were offered nano-
dose imaging in addition to micro-dose imaging instead of
routine standard-dose imaging. A predeﬁned age limit of
12 years of age was chosen. They did not suffer from any
neurological or syndromic conditions, and they were able
to stand by themselves without means of external help.
Patients and parents were provided with written and oral
information concerning the study, and signed consent was
obtained for each patient. Our local ethics committee
approved the study design and protocol. The 2 sets of
images were taken one after the other within 2 minutes’
time. The patients were carefully instructed to remain in
the same positions during acquisitions.
All the patients were included from a juvenile or
early-onset idiopathic scoliosis screening or follow-up ex-
amination.
Reproducibility Assessment
Five observers took part in the study, 4 orthopedic
surgeons and 1 radiologist, all with experience of mea-
suring Cobb angles. Curves were measured at predes-
ignated levels to make sure that the same curves were
measured. The same software and technical conditions
were used (Carestream PACS Carestream Health Inc.,
Rochester, NY). As shown in Figure 1, Cobb angle was
automatically calculated when digitizing 2 segments
TABLE 1. EOS Scan Parameters For Nano-Dose and Micro-
Dose Protocols
Acquisition Protocol Nano-Dose Micro-Dose Standard-Dose
Morphotype Small Small Small
Scan speed 2 3 4
Coronal plane*
kV 60 60 83
mA 20 80 200
DAP† (mGy×cm2) 5 30 222
Lateral plane
kV 80 80 103
mA 20 80 200
DAP† (mGy×cm2) 11 67 371
*Coronal posteroanterior positioning.
†Dose area product (DAP) (the absorbed dose multiplied by area irradiated)
displayed for the pediatric phantom with a scan ﬁeld height of 72 cm.
between normal and pathologic conditions of the spine. 
Cobb angle can be reliably measured from a 3D re-
construction of the spine.12 This method allows taking 
into account the patient’s orientation relative to the 
imaging plane and the 3D/2D projection bias.13 Never-
theless, 3D imaging capabilities in weight-bearing position 
are not yet widespread, and 2D Cobb angle remains an 
important and widely used radiologic measure in clinical 
practice. 2D Cobb angle is measured manually on a co-
ronal x-ray by drawing intersecting perpendicular lines to 
the above-mentioned endplates or, more commonly, by 
ﬁxing landmark points parallel to these endplates in a 
picture archiving and communication system (PACS), 
automatically calculating the Cobb angle.
Differences between computer-assisted methods and 
manual methods have been evaluated in several review 
papers with regard to variability and reproducibility.14–17 
The consensus states that a change of 5 degrees in Cobb 
angle over a 6-month period is consistent with a signiﬁcant 
progression of spinal curvature. Moreover, the arbitrary 
limit between a “healthy” spine and a scoliotic spine is 10 
degrees in the coronal plane.17 This study aimed to de-
termine the lowest irradiation dose (nano-dose) that would 
still yield a reproducible 2D Cobb angle measurement, 
assuming a 5-degree uncertainty as acceptable.
METHODS
First, a phantom-based study was performed to 
semiquantitatively deﬁne the minimal dose allowing visi-
bility of the spine, deﬁned as “nano-dose,” as detailed 
below. Then, a prospective cohort of scoliosis patients was 
recruited to determine the reliability of 2D Cobb angle 
measurement with nano-dose, which was compared with 
the reliability obtained on the same patients with sub-
sequent micro-dose imaging.
Establishing and Verifying Nano-Dose
Initial steps to determine the lowest possible dose, 
still allowing Cobb angle measurements, were undertaken 
on an anthropomorphic phantom representing a 5-year-
old child (ATOM-CIRS; Computerized Imaging Refer-
ence System Inc., Norfolk, VA).18 Successive reductions of 
scan parameters were followed by phantom imaging in 
posteroanterolateral (PAL) exposure. This technique is a 
common protocol at many institutions and is also the 
standard for conventional radiology of the spine. Doses 
were lowered by reducing the current (mA) and the scan 
speed, which are both directly proportional to the radia-
tion dose. For instance, halving the current leads to a 50%
diminution in the radiation dose, and an increase from 
scan speed 3 to scan speed 2 further reduces the radiation 
dose by one third.
An experienced surgeon, blinded to the imaging 
settings, rated the images’ quality on a scale from 1 to 5. 
A sharp decrease in image quality was detected at dose 
area product (DAP) <5 mGy×cm2for the coronal plane 
(Table 1), which was retained as the target nano-dose. 
Clinical pilot imaging was performed on pediatric patients 
being assessed for suspected scoliosis, at 3 different
For the remaining 14 patients with a Cobb angle
> 10 degrees, mean Cobb angle was 25 degrees (range,
11–49 degrees).
The intraobserver repeatability and interobserver
reproducibility relative to the 2 dose levels are shown
in Table 2. As expected, intraobserver repeatability was
higher than interobserver reproducibility. The results
showed good reliability, that is, ≤ 5 degrees uncertainty
from the mean using 95% conﬁdence intervals (CIs).
Nano-dose and micro-dose showed the same intraoperator
repeatability, whereas nano-dose was 1 degree less
reproducible than micro-dose. Figures 2 and 3 illustrate
Bland-Altman plots for the 2 imaging modalities, showing
that measurement uncertainty did not increase with curve
severity and that no systematic bias was observed.
The proportional dose reduction from micro-dose to
nano-dose was 83% (ie, nano-dose was 6 times less irra-
diating than micro-dose). DAP values using the same
collimation displayed by the EOS system have been listed
in Table 1. Effective dose with the pediatric phantom in
PAL exposure was 3.8 µSv (95% CI: 3.5–4.2), whereas,
previously, an effective dose of 22 µSv (95% CI: 20–23)
was reported for the same phantom in PAL projection
using EOS micro-dose protocol and 157 µSv for standard-
dose.11
FIGURE 1. Cobb angle measurement with micro-dose (A) and Cobb angle measurement with nano-dose (B).
TABLE 2. Reproducibility of Cobb Angle Measurements
Acquisition Protocol Micro-Dose Nano-Dose
Intraoperator reproducibility (deg.)* 3.0 3.4
Interoperator reproducibility (deg.) 4.1 5.0
*Reproducibility values are expressed as a variation from the mean (2 SD).
parallel to endplates of the vertebra at each extreme of the 
curve. Observers rated micro-dose and nano-dose images 
3 times each in a randomized order and over a 2-week 
period to avoid bias.
For those patients with a 2D Cobb angle > 10 de-
grees, intraobserver and interobserver reliability of Cobb 
angle measurements were assessed, according to the ISO-
5725 standard, in terms of twice the SD of repeated 
measurements. For both radiation doses, Cobb angle 
limits of agreement were reported in Bland-Altman plots. 
Some of the patients who were imaged for the ﬁrst sus-
picion of scoliosis, had Cobb angles <10 degrees; for these 
patients, the reliability of the diagnosis was estimated as 
the number of Cobb angle measurements being higher or 
lower than 10 degrees.
RESULTS
A total of 23 children with a mean age of 11 years 
(range, 9–12 y) underwent micro-dose and nano-dose full-
spine examinations. Two patients were excluded because of 
artifacts due to metallic implants close to the spine, which 
made image quality for nano-dose unacceptable, and no 
further patients with implants were included. One patient 
was excluded before nano-dose imaging owing to severe 
obesity [body mass index (BMI > 30)] rendering images 
with the micro-dose protocol of poor quality. A total of 630 
Cobb angle measurements were made, 3 measurements per 
observer of 2 dose levels for each of the 21 patients.
Seven patients showed an average Cobb angle <10 
degrees. For these patients, 88% of the Cobb angle 
measurements in the micro-dose (ie, 92 measurements of 
105) were consistently <10 degrees. With nano-dose, 96%
of the measurements (ie, 101 of 105) were <l0 degrees.
DISCUSSION
To the best of our knowledge, the proposed nano-
dose protocol of this study offers the lowest possible dose,
with existing low-dose systems allowing for reproducible
Cobb angle measurements. Twenty-one consecutive pa-
tients were assessed with micro-dose and nano-dose
x-rays. Repeatability and reproducibility were good and
comparable between the 2 modalities. The interobserver
and intraobserver variability for both micro-dose and
nano-dose was well within previously published measures
for conventional radiology.14,15,17
Radiation exposure to patients with the new nano-
dose protocol was equal to an effective dose of ∼3.8 µSv,
that is, one sixth of the existing micro-dose protocol and
roughly 40 times less than the EOS standard-dose proto-
col, a dose that is <1 day of natural background exposure
—that is, the worldwide mean weekly exposure is esti-
mated at ∼46 µSv.19 This protocol values safety by means
of lowest possible risk of stochastic health effects from
ionizing radiation and adheres to the ALARA principle by
still allowing for reproducible Cobb angles.
Limitations of this Study
The quality was as expected—worse for nano-dose
images. Figure 4 shows micro-dose and nano-dose ﬁlms.
For some, it was difﬁcult to identify the endplates. This
occurred both with micro-dose and with nano-dose
techniques, although more often for nano-dose, and would
be expected to affect the reproducibility of the Cobb angles
negatively, as described in previous studies. Nano-dose
actually seemed more accurate toward deﬁning no scoliosis
(Cobb< 10 degrees). The reason could be that, when the
endplate was not easily recognizable because of reduced
image quality, observers tended to use other landmarks that
remain visible, such as the pedicles, and they converge
toward the same result, whereas endplate orientation is not
always easily interpreted even in normal quality images.
Another limitation is the fact that repeated meas-
urements were made on preselected end vertebrae, thus
omitting variable observer identiﬁcation of end vertebrae.
This approach was chosen to limit the source of the un-
certainty to the imaging. Moreover, lateral images were
not analyzed; initial qualitative analysis of these images
suggest that nano-dose should solely be used for ante-
roposterior or posteroanterior projection in assessing the
possible progression of scoliosis in the coronal plane. Al-
though the endplate remains visible in very mild scoliosis,
the interpretation of the sagittal plane in more severe
scoliosis could be questionable. Regardless of image
quality, it will always be less difﬁcult to measure Cobb
angle in the coronal plane in patients with hypokyphosis
or normal degrees of kyphosis, as opposed to patients with
hyperkyphosis in severe scoliosis.
There is always a risk of confounding, a com-
paratively small number of patients might lead to falsely
increased repeatability. However, the order of measure-
ment was randomized to avoid memorization of angles,
and measurements were performed by 5 observers making
3 separate measurements for each modality, decreasing the
risk of falsely elevated repeatability. Having 5 observers is
common practice for such a study.15
The results and conclusions of this study were based
on children between 9 and 12 years of age, with a
BMI< 26. Further research is necessary to determine
whether such low dose could provide good image quality
in younger children, who present incomplete mineraliza-
tion of the spine, or older children who could have
higher BMI.
Cobb Angle Controversy
An accurate and reproducible measure is crucial to
diagnose, follow-up, and evaluate treatment of scoliosis.
2D Cobb angle is not an exact and precise measure, as
has been discussed earlier. Although more sophisticated
methods exist to obtain Cobb angle and other 3D pa-
rameters of the scoliotic trunk, they are not yet wide-
spread, and 2D Cobb angle remains the most widely used
FIGURE 2. Bland-Altman plot for Cobb angle in nano-dose
x-rays. Symbols represent different operators.
FIGURE 3. Bland-Altman plot for Cobb angle in micro-dose 
x-rays. Symbols represent different operators.
regard to image quality for scoliosis assessment,21 is al-
ready <1 week of natural background radiation and in
accordance with ALARA?
The gain for the patient is a reduced potential risk of
radiation-induced cancer in the long term. The potential
risks are as follows: bad image quality and overevaluation
or underevaluation of scoliosis severity. The former can be
neglected, as long as obese patients and patients with
metal implants are excluded. Moreover, even if an addi-
tional micro-dose or standard-dose EOS needs to be per-
formed, the dose delivered by the nano-dose would still be
negligible. Overevaluation could rise from large errors in
Cobb angle measurements; given the present results, this
can be excluded as well. Underevaluation of severity can
arise from neglecting aspects other than Cobb angle that
characterize a progressive phenotype: altered sagittal
alignment, spinal torsion, etc.
CONCLUSIONS
Results show that reproducibility for the proposed
nano-dose protocol is not signiﬁcantly inferior to the
micro-dose protocol for coronal plane Cobb angle as-
sessment. The new protocol is not intended to take over
ﬁrst diagnostic imaging or presurgery planning, but we
suggest it could be used for routine follow-up of children
12 years of age or younger, being observed for possible
progression of scoliosis. The parents and patients would
be assured that the protocol to the best of our knowledge
poses no more risk than living daily life; thus, repeating
images every 3–6 months would not pose any health risks
or concerns. This protocol allows for safely repeated
evaluations of potential Cobb angle progression.
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FIGURE 4. Micro-dose and nano-dose spine images in frontal and lateral views.
and referenced radiologic method within deformity sur-
gery to assess curve magnitude.17 In our daily clinical 
practice, Cobb angle measurement is used to assess curve 
progression in children and adolescents during growth. 
A curve magnitude progression of > 5 degrees after 
6 months is consistent with progressive scoliosis and may 
require orthotic treatment using a brace. Nevertheless, 
limiting the observation of scoliosis to the coronal plane 
might lead to missing important factors that might be 
related to progression, such as sagittal global alignment, 
unbiased vertebral axial rotations, rib cage deformity, etc. 
Moreover, lowering the dose too much would be against 
the ALARA principle: on the one hand, it would decrease 
the potential risk of future cancer development. In con-
trast, lower quality of the image might not allow the 
surgeon to detect speciﬁcities of the patient or localized 
alterations.
Dose-Optimization Controversy
In a recent paper by Siegel et al,20 the issue of dose 
optimization has been taken up for revision. According to 
the authors, ionizing radiation from medical diagnostic 
equipment has not been proven to cause health risks with 
regard to radiation-induced cancer, and might, in fact, be 
dangerous to patients for not being diagnosed correctly 
instead. They do state that eliminating all nonclinically 
warranted medical diagnostic procedures is important, but 
claim that “the attempts to lessen ﬁctitious risk by low-
ering dose in clinically warranted studies is a mis-
application of the principles.” However, the authors have 
not referred to any of the studies showing an association 
with increased risk of cancer mortality, for example, 
among scoliosis patients after repeated exposure to diag-
nostic x-rays.2 Indeed, it is extremely difﬁcult to prove 
direct relations between radiation exposure and cancer, 
but likewise difﬁcult to prove the opposite.
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